
 ID Tox21_111207         Plate FDA-plate5     Well P1-D-03    File ....00093552-01.D    Inj Date: 6 Feb 10  11:13 pm -0  MF C9H10N4Cl2.HCl     MW 244.0     Expected Conc: 3.00 mM

OpAns_Process.MAC Version A.01.06 - July 6, 2010

min*0 1 2 3

Norm.

0.02
0.022
0.024
0.026

*ELSD

0.
19

3

min*0 1 2 3

Norm.

50

100

*CLND

0.
21

4

3.
30

6

min*0 1 2 3

Norm.

0
50

100

*UV 220 to 400nm

min0 1 2 3

Norm.

5000000

10000000

 +MS

0.
22

0

min0 1 2 3

Norm.

1000000

1500000

 -MS

min0 1 2 3

Norm.

0
2000000
4000000

 +EIC  MSD1 245, EIC=244.7:245.7

0.
22

5

min0 1 2 3

Norm.

0
20000
40000

 -EIC  MSD2 243, EIC=242.7:243.7

3.
76

0

  RT   Found  ELS%  UV %  ELS[mg/mL]  Adj[ELS]  [N mM]   Adj[CLN]  #N

 0.19   Yes  100.0   0.0      0.5     2.07 mM  10.9 mM   2.72 mM  4.0

 3.31          0.0   0.0                       0.61 mM            4.0

 3.76          0.0   0.0                                          4.0

Comment: failed-wrong method-elutes in solvent front
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http://pubchem.ncbi.nlm.nih.gov/summary/summary.cgi?sid=144204758
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